[Rapid identification of Enterobacteriaceae: evaluation of 3 commercial systems].
We have compared three rapid systems for the identification of Enterobacteriaceae: MS-2, Rapid 20E, Micro-ID. These methods allows to identifications of bacteria within 4-5 hours. We have chosen API 20E as reference system; because it is normally used in the clinical microbiology laboratories. We have noted good agreement of concordance for MS-2, Micro-ID and Rapid 20E towards API 20E, respectively 95, 90, 84%. We have, moreover, analysed significative difference about three systems biochemical tests in comparison with the same of API 20E.